[Computerized instrumentation in bacteriology. Application to the reading of antibiograms performed by the disk method].
Antibiotic sensitivity tests are often carried out by the disk method. We are presenting independent computerized system built around a microcomputer allowing a semi automatic input of the inhibitory diameters, thanks either to a mechanical calliper or, when an enlarger is used, with the help of a setting stick connected to the computer. The software allows the processing results.